Rotary instruments for the dental practice
are specialised techncal working aids,
whose construction is the result of intensive
rescarch and development of the respective
The c n rre ct manufacturer. The instruments are devel-
oped respectively for their specific use.
Therefore. improper use leads basically to
-~ premature deterioration of the instrument
re p a ratl 0 “ and under certain conditions a hazard to
the patient. It is essential that all rotary
instruments in the area of dentistry must be

disinfected after use, cleaned and also ster-
a s 0 e o n gs ilised. With each working step certain basic

rules must be observed in order to achieve
t t- the desired results (picture 1).
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Rotacioni instrument za dentalnu upotrebu
je specijalizirano tehni¢ko radno pomagalo,

K o re kt n a ¢ija je konstrukcija rezultat intezivnog
istrazivanja i razvoja respektivne proizvod-

nje.
Instumenti su konstruisani prema svojoj

]
rl re ma specifiénoj nameni. Zato neadekvatana
upotreba i odrzavanje dovodi do preranog

oitecenja instrumenata i pod odredenim

- - okolnostima i do opasnosti za pacijenta.
rota c I o n I Osnovno je da se svi dentalni rotacioni
instrumenti moraju dezinfikovati nakon

upotrebe, odistiti i sterilisati. Prilikom svake

- upotrebe moraju se ispostovati pravila da bi

I “s ru me na a se postigli zeljeni rezultati (slika 1).
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